Aims To compare endothelium-dependent vasomotor function and vascular healing 15 months after implantation of two new-generation drug-eluting stents and biovascular scaffolds (BVS). Methods and results A total of 28 patients previously treated with a SYNERGY stent (bioabsorbable polymer everolimus-eluting stents (BP-EES)), a PROMUS stent (persistent polymer everolimus-eluting stents (PP-EES)) or an ABSORB (BVS) underwent control coronary angiography, 15 months after implantation, coupled with optical coherence tomography imaging and supine bicycle exercise. Intracoronary nitroglycerin was administered after exercise testing. Coronary vasomotor response was assessed using quantitative coronary angiography at rest, during supine bicycle exercise and after nitroglycerin. The primary end point was the percent change in mean lumen diameter compared with baseline. Secondary end points were strut coverage and apposition. There were no significant differences in vasomotor response between the three treatment groups. Patients with PP-EES showed significant vasoconstriction of the proximal peristent segment at maximum exercise (P=0.02). BP-EES (2.7%, 95% CI 0 to 5.5) and BVS (3.2%, 95% CI 0 to 6.7) showed less uncovered struts than PP-EES (12.1%, 95% CI 2.9 to 21.3, P=0.02 and 0.09, respectively). Complete strut apposition was more frequently seen with BP-EES (99.6%, 95% CI 99.2 to 100) than with BVS (98.9%, 95% CI 98.2 to 99.6, P=0.04) or PP-EES (95.0%, 95% CI 91.6 to 98.5, P=0.001). Conclusion BVS and thin strut BP-EES have a reassuring vasomotion profile, suggesting minimal endothelial dysfunction 15 months after implantation.
IntroduCtIon
Drug-eluting stents (DES) are associated with a rare yet persistent risk of late and very late stent thrombosis. One of the main causes may be a delayed arterial healing due to the chronic inflammation from the persistent polymer. Uncovered struts, fibrin deposition and incomplete stent apposition are all associated with delayed healing at histopathology. 1 Autopsy and intravascular imaging studies also demonstrate uncovered struts and incomplete stent apposition to be more common in patients suffering from stent thrombosis with metallic DES. 2 3 Another way of assessing delayed arterial healing is by testing the vasomotor response of the stented segment; healthy coronaries respond to testing, whether exercise-induced or drug-induced, by vasodilation. Stented segments with first-generation, second-generation and even third-generation DES, however, appear to lose this aptitude and display paradoxical vasoconstriction in response to exercise. Newer DES with bioabsorbable polymers and even platforms have been developed with the aim of reducing these drawbacks whether the putative advantage of polymer and/or platform absorption produces the desired effect, namely that of restoration of quasi-physiological endothelial function after percutaneous coronary intervention, has yet to be demonstrated. The randomised controlled ABSORB II trial failed to show a superior vasomotion profile with the use of biovascular scaffolds (BVS) compared with persistent polymer everolimus-eluting stents (PP-EES) at 3 years after injection of intracoronary nitrate. 7 We sought to compare arterial healing by intravascular imaging using optical coherence tomography (OCT) and the assessment of vasomotor function between patients treated with everolimus-eluting PP-DES, thin strut everolimus-eluting BP-DES and everolimus-eluting BVS.
MetHods trial design and participants
This was a single-centre, non-randomised trial with an allocation ratio of 1:1:1 conducted at the University and Hospital Fribourg, Switzerland.
Patient enrolment started in July 2014 till February 2015. All patients treated with one of the studied devices for de novo coronary artery disease 12-16 months prior to the study period were eligible. Additional criteria included the ability to perform supine bicycle exercise as well as the willingness and ability to provide written informed consent. Patients unable to perform supine bicycle exercise, unwilling or unable to provide written informed consent, with any relative or absolute contraindications to undergo coronary angiography and/or known hypersensitivity to drugs administered before, during or after catheterisation, patients presenting with binary restenosis, as well as patients with stents other than the study stents on target lesions or arteries were excluded.
The patients were contacted by phone by one of the principal investigators in chronological order of their stent implantation to assess their willingness to partake in the study. Interventions were scheduled if patients gave their oral agreement by phone. Patients were enrolled at the date of the study intervention after providing written informed consent.
studied devices
The Absorb BVS (V. 1; Abbott Laboratories, Abbott Park, Illinois, USA) has a poly-DL-lactide coating-releasing everolimus. The scaffold body is semicrystalline poly-Llactide and presents with a strut thickness of 150 µm. Its degradation occurs via hydrolysis, and it is completely bioabsorbed within 3-4 years via the Krebs cycle.
The SYNERGY stent (Boston Scientific Corporation, Marlborough, Massachusetts, USA) is made of a platinum chromium platform, which has a thickness of 74 µm. It is coated on its abluminal side with a bioabsorbable polymer consisting of amorphous poly-lactide-coglycide (PGLA)-eluting everolimus. Drug and polymer are absorbed within 4 months after device implantation.
The Promus Element stent (Boston Scientific Corporation) consists of a platinum chromium alloy with a strut thickness of 81 µm. Its durable, biocompatible acrylic polymer and fluorinated copolymer elutes everolimus (100 mg/cm 2 ).
study end points
The primary end point was vasomotor response of the stented segment and the proximal and distal peristent segments at maximum exercise defined as per cent change in mean lumen diameter from baseline. Secondary end points were strut coverage and apposition as assessed by OCT imaging.
study interventions
Endothelium-dependent and independent function Vasoactive drugs were withheld 48 hours prior to angiography. Vasomotor function was assessed using supine bicycle exercise testing. Patients underwent coronary catheterisation with a 5-French guidewire using the radial artery access. First, standard coronary angiography was performed in order to exclude binary restenosis of the target lesion or significant progression of coronary artery disease prior to exercise testing. In the absence of significant restenosis, consent for the procedure was confirmed and a bolus of 5000 units of heparin was administered intravenously. Prespecified criteria for the interruption of supine bicycle comprised the occurrence of angina, significant ST-elevations, cerebral symptoms, evidence for peripheral hypoperfusion such as pallor or cyanosis or sustained arrhythmias such as ventricular tachycardia.
Vasomotion testing was initiated with a 2 min supine bicycle exercise interval at a workload of 50 W with the catheter remaining intravascular. After 1 min of rest, exercise was performed for 2 min at a workload of 100 W, followed by the intracoronary administration of 300 µm of nitroglycerin. Digital angiograms of the target lesion perpendicular to the studied device in order to minimise foreshortening, heart rate (HR), systolic blood pressure (SBP), diastolic blood pressure (DBP) and mean blood pressure (MBP) were collected at rest and after each interval (50 W, 100 W, nitroglycerin). optical coherence tomography OCT was performed after supine bicycle exercise testing using a commercially available system (C7-XR, Dragon Fly, LightLab, St. Jude Medical, St. Paul, Minnesota, USA) according to manufacturer guidelines using the Duo OCT Imaging Catheter with '54 mm high resolution mode' pullback, the non-occlusive flushing technique and a pullback speed of 25 mm/s. OCT pullbacks were assessed offline using a proprietary software.
Lesions were analysed at cross-sectional level with an interval of 1 mm and assessed for strut coverage, malapposition and protrusion by a single analyst (SS) blinded to Interventional cardiology patient and lesion presentation. All frames were reviewed by a second analyst (SP) with final decision based on consensus. Pullbacks were excluded in cases where >30% of the total stent length was not analysable. The lumen contour was drawn by semiautomated detection software, following the endoluminal contour of the neointima with manual correction wherever required. Metallic DES and BVS have different imaging properties when analysed by OCT; the main measurements (strut core area, strut area, lumen area, scaffold area, incomplete scaffold apposition area and neointimal area) require different analysis rules. OCT analysis was performed prior to the publication of the standard comparative analysis methods by Nakatani and colleagues 8 and presents with the following methodology: strut malapposition was defined as a distance ≥160 µm for BVS (strut thickness 150 µm), ≥84 µm for BP-EES (strut thickness 74 µm) and ≥91 µm for PP-EES (strut thickness 81 µm) based on the consensus derived from the strut thickness plus the minimal axial resolution of OCT. Strut protrusion was defined as strut extension into the lumen for >160 µm but with no obvious separation from the vessel wall. Cross-sectional areas of lumen, stent and neointima were measured at intervals of 1 mm in the stented segment, as well as the luminal areas of the proximal and distal non-stented reference segments. Neointima area was defined as stent area minus lumen area. Representative images of OCT analyses for both BVS and DES are provided in one of our previous publications. 9 Neointima area was defined as stent area minus lumen area. Struts were classified into either apposed, protruding or malapposed.
Quantitative coronary angiography
Coronary angiography was performed on a digital X-ray system (Philips DCI) at 12.5 frames/s. Multiple monoplane projections were acquired in all patients. Rotation and angulation were adapted to minimise foreshortening of the target vessel. Quantitative evaluation was carried out in monoplane projections. Coronary vasomotor response was assessed using quantitative coronary angiography at rest, during supine bicycle exercise at 50 and 100 W and after nitroglycerine (NTG) administration. Data analysis was performed with the ACE package on Philips DCI with a documented accuracy of ≤0.01 mm, precision of ≤0.1 mm, intraobserver variability of 0.11 mm and interobserver variability of 0.10 mm. The contrast-filled tip of the diagnostic catheter was used for calibration. All measurements were performed by an independent observer, blinded to the study protocol. Per cent changes were calculated in all patients with the baseline angiogram used as reference. The stented segment, adjacent segments and a reference vessel segment not related to the stented lesion were assessed. To optimise measurement accuracy, three measurements were carried out and averaged for each segment.
stAtIstICAl AnAlysIs Statistical analysis was performed using STATA MP.13. Baseline patient and angiographic characteristics, exercise haemodynamics, quantitative coronary angiography and OCT measurements were compared between patients receiving BVS, BP-EES and PP-EES.
Categorical variables are reported as counts and percentages, continuous variables are reported as means and SD or as medians with 25%-75% IQRs according to their distribution. Distribution of continuous variables was assessed by visual inspection of QQ-plots and the Shapiro-Wilk test.
For between-group comparison of baseline and procedural characteristics, exercise haemodynamics and vasomotion we used the χ 2 or Fisher's exact test for categorical variables, one-way analysis of variance for continuous variables with a normal distribution and the Kruskal-Wallis test for continuous variables that did not show a normal distribution according to Gauss. Within-group comparison of vasomotor function was assessed by a paired t-test for normally distributed variables and by a Wilcoxon signed-rank sum test for non-normally distributed values.
A multilevel hierarchical linear regression including random effects at patient and lesion level was used to estimate the differences in OCT end points between groups. Estimates are provided with 95% CIs. Correlation of OCT measurements with vasomotion was analysed using Spearman's rank correlation.
No sample size calculation was performed. At the time of study initiation and to our knowledge, no data on vasomotion at 15 months were available for BP-EES and vasomotion in BVS had only been assessed for the ABSORB 1.0 using distinct methods (injection of acetylcholine and methylergometrine maleate). results Baseline patient, angiographic and procedural characteristics A total of 28 patients were included (BVS: n=8; BP-EES: n=10; PP-EES: n=10) at a mean of 15±2 months after index procedure. Baseline patient, angiographic and procedural characteristics are outlined in table 1. There were no significant differences with regard to age (P=0.78) or gender (P=1.00) between the three groups. There was a trend towards a higher proportion of patients suffering from diabetes in patients with PP-EES (n=4, 40%) compared with patients with BVS (n=1, 13%, P=0.05) or BP-EES (n=0, 0%, P=0.05). Left ventricular ejection fraction was preserved and similar for all groups (P=0.62). Patients treated with either BP-(n=8, 80%) or PP-EES (n=6, 60%) presented more frequently with complex lesions than patients treated with BVS (n=3, 38%, P=0.25) even though this was not statistically significant. After index procedure, the residual diameter stenosis was higher for BP-EES-treated patients (9%±7%) than for PP-EES (4%±3%) or BVS (4%±3%)-treated patients (P=0.02). Interventional cardiology exercise haemodynamics Haemodynamic parameters are displayed in table 2. The proportion of patients reaching a rate pressure product of ≥20 000 mm Hg/min was 25% (n=2) in BVS-treated, 60% (n=6) in BP-EES-treated and 10% (n=1) in PP-EEStreated patients, respectively (P=0.14).
Quantitative coronary angiography measurements There were no significant differences in vasomotor response between the three treatment groups except for vasodilation of the distal peristent segment in BVS-treated patients at a workload of 50 W. This was reflected by an increase in mean lumen diameter (+9%±11%) compared with BP-EES-treated (−3±8%) or PP-EES (−3%±7%)-treated patients (P=0.02) who showed vasoconstriction (table 3) . Patients treated with BVS showed significant vasodilation of the distal peristent segment at 50 W (mean lumen diameter:+9%±11%, P=0.01) and after nitroglycerin administration (mean lumen diameter:+20%±14%, P=0.01). The BP-EES group did not have any significant changes in mean lumen diameter at 50 W, 100 W or after nitroglycerin administration. PP-EES-treated patients showed significant vasoconstriction of the proximal peristent segment at maximum exercise (mean lumen diameter: −10%±5%, P=0.02) and significant vasodilation of proximal (P=0.03) and distal (P=0.01) peristent segments after nitroglycerin administration (figure 1). Correlation between oCt and vasomotion There was no significant association between concomitant changes in mean lumen diameter of the proximal and distal peristent segments at maximum exercise and any of the OCT parameters. Only strut protrusion showed a significant, negative association with vasomotion of the proximal peristent segment at maximum exercise (rho: −0.50, P=0.03). Other correlation coefficients are provided in table 5 .
dIsCussIon
The present vasomotion and OCT study has the following findings: 1. Unlike earlier generation DES, BVS and thin strut BP-EES do not show significant exercise-induced vasoconstriction around stent edges. 2. Arterial healing 15 months after implantation of BVS and BP-EES is excellent. The normal endothelium is a finely tuned machinery of vasomotor tone (nitric oxide), vascular inflammation inhibition (prostaglandins), local thrombolysis and fibrinolysis (tissue plasminogen activator). 10 Unsurprisingly, the dysfunctional endothelium may lead to a thrombogenic environment and adverse clinical outcomes. Coronary vasomotion is impaired in coronary artery disease, resulting in exercise-induced vasoconstriction at the site of the stenotic lesions.
11 Exercise-induced paradoxical vasoconstriction has consistently been observed around stent edges in first-generation, second-generation and third-generation DES and is believed to be a sign of endothelial dysfunction (ED). Impaired endothelial function after stent implantation has been linked to delayed arterial healing due to chronic inflammation in response to the stent itself, the bioabsorbable polymer (DES) or the cytostatic drug (DES).
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Our results show paradoxical vasoconstriction at the proximal stent edge and thus possible ED 16 months after implantation of a second-generation EES with persistent polymer. This finding confirms previous investigations that have found paradoxical vasoconstriction around PP-EES edges at exercise or after acetylcholine administration. 15 16 Impaired endothelial function after first-generation and second-generation DES implantation has been linked with a lack of strut coverage. 17 18 However, the evidence linking a lack of strut coverage to endothelial dysfunction is somewhat conflicting. Won et al recently reported no correlation of strut coverage and vasomotion for sirolimus-eluting and biolimus-eluting stents after acetylcholine administration. 19 Similarly, our study did not confirm a statistically significant relationship between strut coverage, apposition or mean neointimal thickness and vasomotion in response to supine bicycle exercise testing. Nonetheless, the OCT analysis showed an extensive lack of strut coverage and a high percentage of malapposed struts for PP-EES, which may be explained by the small sample size and thus be the result of random variation. The SYNERGY stent is a new-generation BP-EES. Its distinctive features from earlier generation BP-DES, such as biolimus-eluting devices, include a thinner platform Interventional cardiology and improved drug release kinetics. Furthermore, the bioabsorbable polymer consists of PGLA instead of poly-DL-lactide (PLLA) with a quicker bioabsorption. These attributes are believed to positively impact arterial healing and to prevent chronic inflammation of the vessel wall. The present investigation found a small degree of non-significant vasoconstriction around stent edges for the BP-EES at maximum exercise. This may well be the reflection of its enhanced design that manifests itself with improved arterial healing and relatively preserved endothelial function compared with second-generation EES or earlier generation BP-DES. On the other hand, and as the administration of nitroglycerin did not induce significant vasodilation of peristent segments, this may simply imply an inadequately small sample to detect differences in mean lumen diameter.
In the long term, the benefit of preserved endothelial function could be a decreased incidence of late and very late stent thrombosis. In the EVOLVE II trial (Efficacy and safety of a novel bioabsorbable polymer-coated, everolimus-eluting coronary stent), assessing the efficacy and safety of SYNERGY compared with PROMUS reported an incidence of 0.4% of definite ST at 1 year. 20 The Swedish real-world registry Swedish Coronary Angiography and Angioplasty Registry confirmed the low incidence of ST and reported rates of 0.25% at 1 year. 21 To our knowledge, only one study has to date provided OCT data in 40 patients 3 and 6 months post SYNERGY stent implantation. 22 In this two-centre non-randomised 
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Spanish study, the proportion of uncovered but apposed struts was 2.5% and 1.9% in the 3-month and 6-month group (P=0.03) and the proportion of uncovered and malapposed struts was 3% and 1.8%, respectively (P<0.001). An experimental study in atherosclerotic swines previously showed a very low degree of parastrut inflammation 30 days after implantation of the device. 23 The SYNERGY stent showed excellent strut coverage and apposition in the present trial, which may ultimately be at the heart of its low stent thrombosis rate. The ABSORB BVS has specifically been designed to address the issue of delayed arterial healing, late device failure and to restore physiological vasomotion. So far, the device has been shown non-inferior to PP-EES and bioabsorbable polymer biolimus-eluting stents for angiographic end points of late lumen loss at 9 months as well as for target lesion failure at 1 year. 24 25 Three recently published meta-analyses showed a clear trend towards increased rates of myocardial infarction and stent thrombosis with BVS compared with PP-EES at 1-year follow-up. [26] [27] [28] ABOSRB II was designed to show the BVS superiority over PP-EES at 3 years for vasomotion of the stented segment after nitroglycerin administration (mean lumen diameter pre and post nitrate). 29 ABSORB II failed to show superiority of the BVS over PP-EES for vasomotion after injection of coronary nitrate 3 years after implantation. 7 In our study, the BVS failed to show significant vasodilation of the stented segment at maximum exercise or after intracoronary nitroglycerin administration. Serruys and colleagues reported non-significant vasodilation after acetylcholine injection in nine patients, 2 years after device implantation. 30 Interestingly, after intracoronary nitroglycerin injection significant vasodilatation of the stented segment as well as the peristent segments was observed. This led the authors to postulate restored vasomotion 2 years after implantation of the device. One of the reasons the scaffolded segments did not show restored vasomotion in our trial may be the earlier time point (average 15 months) of our assessment. It should be pointed out that initial marketing campaigns suggested a complete bioabsorption of the device within 2 years after implantation. It is now known from several studies that bioabsorption takes longer than 2 years, and some research groups have pointed out potential safety issues associated with the lack of bioabsorption or the absorption process itself. 6 31 Nevertheless, vascular healing as assessed by OCT was excellent for the BVS and in line with previous analyses by Gomez-Lara et al and Serruys et al, with reported uncovered ABSORB struts rates at 1 year of 4.5% and 3.3%, respectively. 7 32 33 A normalised light-intensity-based method for estimating BVS bioresorption was developed by Nakatani et al in a swine model. 34 They found that normalised light intensity on OCT (which is defined as the signal densitometry on OCT of a polymeric strut core normalised by the vicinal neointima) correlates with the integration of poly-L-lactic acid scaffolds into the arterial wall. A surge in normalised light intensity is a surrogate for strut integration into the vessel wall. They applied their method on OCT pullbacks from the ABSORB Cohort B at 36 months and found astonishingly low-light intensity indexes, suggesting slower strut integration in humans than pigs.
In our analysis, all BVS struts were still visible on OCT as clearly demarked black boxes at 15 months. This correlates with the early stage of bioresorption/strut integration according to the Nakatani et al model. The devices implanted in the simple lesions of ABSORB Cohort B showed very little advanced bioresorption at 36 months, and we would not expect to find bioresorption/strut integration in the BVS implanted in our patients at an earlier point in time. In the aftermath of ABSORB II, lumen enlargement after intracoronary nitroglycerin administration seems to be an unreliable marker for PLLA-scaffold resorption given that metallic stents with persistent polymer show unexpectedly similar lumen enlargements after intracoronary nitroglycerin. This raises the question of the optimal time point for scaffold/stent vasomotion testing. We postulate that if a difference/BVS superiority in vasomotion were ever to be demonstrated the comparison should be performed only once the scaffold is fully resorbed. Unfortunately, this time point is unknown and most likely varies depending on patient and/or implantation techniques. Nevertheless, longer-term follow-up (>5 years) from various BVS trials using intravascular imaging with the aforementioned normalised light intensity index may provide answers. lIMItAtIons The present trial was not randomised and may thus suffer from selection bias. The sample size was small. OCT imaging was not available at baseline, which may represent another limitation. Furthermore, uncertainty with regard to statistical power may limit the validity of the results as they may have been affected by a type II error or may be the result of random variation.
ConClusIon
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